














Usage 

0 Allow to stand for a minimum of 3 hours before plugging in to the mains

The temperature in the appliance is controlled by the temperature control panel 

located outside the fridge. Press the set button and the display will start to flash, 

press the up and down buttons to select the desired temperature and press set 

again. Your temperature now is set and it will take time to reach the set 

temperature depending on the room temperature. The display will now revert 

back to the actual temperature in the fridge. The fridge is now running to 

achieve the desired set temperature . After around 10 minutes the alarm will 

sound if the temperature of the fridge is higher than 8 Degrees Celsius and the 

display will flash HP2. The alarm will stop once the temperature of the fridge 

reaches 8 Degrees Celsius or alternatively the alarm can be stopped by pressing 

the up or down arrows. 

Insert 4 AA batteries in the battery compartment on the right hand side of the 

fridge. This is to ensure the temperature recorder still records the temperature 

in the event of a power failure. 

On the temperature control, pressing the down arrow will reduce the 

temperature and the up arrow will increase the temperature. The temperature 

range is 2 - 8 Degrees Celsius. 
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Alarm Function 

Display Alarm Codes 

SCl - Temperature probe Pl is short circuit 
S01 - Temperature probe Pl is open circuit 
SC2 - Temperature probe P2 is short circuit error 
S02 - Temperature probe P2 is open circuit error 
HPl - Temperature probe Pl is too high 
LPl - Temperature probe Pl is too low 
HP2 - Temperature probe P2 is too high 
LP2 - Temperature probe Pl is too high 
do - The door has been left open over 3 minutes 

High / Low Temperature Alarm 

If the temperature recorded by Pl is higher than the preset value ( factory set at 
8°C) for more than 10 minutes, an alarm will sound and the display will flash 
HPl 

If the temperature recorded by P2 is higher than the preset value ( factory set at 
8°C) for more than 10 minutes, an alarm will sound and the display will flash 
HP2 

The cause of the rise in temperature should be investigated immediately. 
Usually the cause is the door being left open or not being shut fully. This can 
also happen if the fridge has just been restocked with goods at a higher 
temperature than the fridge. It is recommended to check the fridge to 
ensure that the fridge is returning to the normal temperature after the alarm 
has been activated. If you want to turn the alarm off, P[y} button.
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Low Temperature Alarm 

If the temperature recorded by Pl is lower than the preset value ( factory set 

at 2°C) for more than 10 minutes, an alarm will sound and the display will flash 

HPl 

If the temperature recorded by P2 is lower than the preset value ( factory set at 

2°C) for more than 10 minutes, an alarm will sound and the display will flash 

LP2 

The cause of the drop in temperature should be investigated immediately. 

Usually the cause is that extremely cold goods have been placed in the fridge. 

The fridge should be monitored to ensure it is returning back to the correct 

temperature. 

Remote Alarm 

In the event of a low, high temperature or door alarm, the alarm can be 

connected remotely to the red alarm connector at the back. The 4 pin 

connector is not to be used as this is factory use only. 

Note: the maximum rating for this connection is lA 30Vdc 
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For Customer Services & Spare Parts 

please call 
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Tel: 0161 772 5666 
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This symbol is known as the 'Crossed-out Wheelie Bin Symbol'. When this 
symbol is marked on a product, it means that the product should not be 

disposed of with your general household waste. Only discard electrical items in 
separate collection schemes, which cater for the recovery and recycling of 

materials contained within. Your co-operation is vital to make sure the success 
of these schemes and for the protection of the environment. For your nearest 

disposal facility, visit www.recycle-more.co.uk 
or contact your local authority for details. 

COOLM:::O reserves the right to make changes to design, specification or 
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alter the instruction manual without prior notice. 
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